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Summary
Background:  A  common  disadvantage  of  reverse  shoulder  arthroplasty  is  limitation  of  the  range
of arm  rotation.  Several  changes  to  the  prosthesis  design  and  implantation  technique  have  been
suggested  to  improve  rotation  range  of  motion  (ROM).
Hypothesis:  Glenoid  component  design  and  degree  of  humeral  component  retroversion  inﬂu-
ence rotation  ROM  after  reverse  shoulder  arthroplasty.
Material  and  methods:  The  Aequalis  ReversedTM shoulder  prosthesis  (Tornier  Inc.,  Edina,  MN,
USA) was  implanted  into  40  cadaver  shoulders.  Eight  glenoid  component  combinations  were
tested, ﬁve  with  the  36-mm  sphere  (centred  seating,  eccentric  seating,  inferior  tilt,  centred
with a  5-mm  thick  lateralised  spacer,  and  centred  with  a  7-mm  thick  lateralised  spacer)  and
three with  the  42-mm  sphere  (centred  with  no  spacer  or  with  a  7-mm  or  10-mm  spacer).  Humeral
component  position  was  evaluated  with  0◦,  10◦,  20◦,  30◦,  and  40◦ of  retroversion.  External
and internal  rotation  ROMs  to  posterior  and  anterior  impingement  on  the  scapular  neck  were
measured with  the  arm  in  20◦ of  abduction.
Results:  The  large  glenosphere  (42  mm)  was  associated  with  signiﬁcantly  (P  <  0.05)  greater  rota-
tion ROMs,  particularly  when  combined  with  a  lateralised  spacer  (46◦ internal  and  66◦ external
rotation).  Rotation  ROMs  were  smallest  with  the  36-mm  sphere.  Greater  humeral  component
retroversion  was  associated  with  a  decrease  in  internal  rotation  and  a  signiﬁcant  increase
ion.  The  best  balance  between  rotation  ROMs  was  obtained  with(P <  0.05)  in  external  rotat
the native  retroversion,  which  was  estimated  at  17.5◦ on  average  in  this  study.
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Discussion:  Our  anatomic  study  in  a  large  number  of  cadavers  involved  a  detailed  and  repro-
ducible experimental  protocol.  However,  we  did  not  evaluate  the  variability  in  scapular
anatomy.  Earlier  studies  of  the  inﬂuence  of  technical  parameters  did  not  take  humeral  compo-
nent retroversion  into  account.  In  addition,  no  previous  studies  assessed  rotation  ROMs.
Conclusion:  Rotation  ROM  should  be  improved  by  the  use  of  a  large-diameter  glenosphere  with
a spacer  to  lateralise  the  centre  of  rotation  of  the  gleno-humeral  joint,  as  well  as  by  positioning
the humeral  component  at  the  patient’s  native  retroversion  value.
Level of  evidence:  Basic  Science  Study  III.
© 2013  Elsevier  Masson  SAS.  All  rights  reserved.
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equipped  with  protractors  to  record  motion  ranges.  The
goal  of  the  assembly  was  to  allow  variations  in  humeralntroduction
everse  shoulder  arthroplasty  (RSA)  is  now  a  ﬁrmly  estab-
ished  treatment  method  for  older  patients  with  eccentric
leno-humeral  osteoarthritis  [1,2].  The  effectiveness  of  RSA
s  ascribable  to  two  major  changes  in  shoulder  morphol-
gy:  a  large-diameter  metallic  hemisphere  with  no  neck  is
mplanted  into  the  glenoid  cavity,  and  a  polyethylene  socket
overing  less  than  half  of  the  glenosphere  and  having  a  non-
natomic  neck-shaft  angle  is  used  to  replace  the  humeral
ead  [3,4].  The  biomechanical  effect  of  this  unique  design
onsists  of  medialisation  and  distalisation  of  the  humerus,
hich  improves  deltoid  performance.  The  functional  effects
nclude  improved  joint  stability  and  decreased  shear  forces
n  the  glenoid  component.  Potential  disadvantages  of  these
orphological  changes  are  a  decrease  in  rotation  range  of
otion  (ROM)  with  the  elbow  by  the  side  [4—6]  and  scapular
otching  [7].
Loss  of  arm  rotation  with  the  elbow  by  the  side  was
valuated  by  Boileau  et  al.  [2].  After  a  mean  follow-up  of
3  months,  internal  rotation  improved  by  only  two  vertebral
evels  and  external  rotation  by  only  4◦.  Factors  responsible
or  loss  of  rotation  may  include  the  small  lateral  gleno-
phere  offset  and  the  medialisation  of  the  humerus  [4],
hich  result  in  impingement  of  the  humerus  on  the  anterior
r  posterior  part  of  the  glenoid  cavity,  with  the  develop-
ent  of  scapular  notching.  Thus,  the  changes  suggested  to
revent  scapular  notching  also  improve  the  range  of  rota-
ion  with  the  elbow  by  the  side.  Decreased  medialisation  of
he  centre  of  rotation  was  associated  with  a  36◦ increase  in
xternal  rotation  with  the  elbow  by  the  side  after  33  months
8].  In  two  studies,  lateralisation  of  the  centre  of  rotation
y  8.5  mm  improved  external  rotation  by  15◦ after  a  mean
ollow-up  of  36  months  [9,10].  Lateralisation  achieved  by
one  graft  implantation  between  the  glenoid  surface  and
aseplate  (Bony  Increased  Offset-Reverse  Shoulder  Arthro-
lasty,  BIO-RSA)  [4,11]  improved  external  rotation  by  10◦
nd  internal  rotation  by  1.4  points  on  the  Constant  score
12]  after  a  follow-up  of  28  months.  Grammont  in  his  seminal
ork  then  Walch  et  al.  [2]  reported  that  less  humeral  com-
onent  retroversion  was  associated  with  better  outcomes.
owever,  to  the  best  of  our  knowledge  no  other  studies  of
he  impact  of  humeral  retroversion  on  rotation  ROM  have
een  reported.
Given  these  persistent  uncertainties,  we  assessed  the
nﬂuence  of  various  glenoid  component  combinations  and
egrees  of  humeral  retroversion  on  rotation  ROM  after
SA.
e
Raterials and methods: shoulders and implants
e  conducted  a  study  in  40  cadaver  shoulders,  20  from
eft  and  20  from  right  upper  limbs.  Mean  age  at  death  was
9.1  years  (range,  61—95  years).  There  were  21  men  and  19
omen.  Each  specimen  included  the  shoulder  girdle  with
he  clavicle  and  the  entire  upper  limb  including  the  forearm
nd  hand.
We  used  the  Aequalis  ReversedTM prosthesis  (Tornier  Inc.,
dina,  MN,  USA).  The  speciﬁc  instruments  were  used  as
ecommended  by  the  manufacturer.  For  all  40  shoulders,
e  used  the  same  humeral  component  design,  with  a  36-
m  metaphysis  screwed  into  a  diaphyseal  stem  measuring
.5  mm  in  diameter  and  150  mm  in  length  and  screwed  into
n  intra-medullary  nail  measuring  3.5  mm  in  diameter  and
50  mm  in  length.  The  distal  end  of  the  nail  exited  through
he  distal  humeral  metaphysis  and  olecranon  and  secured
he  humerus  to  the  measurement  device.  We  implanted  a
emovable  humeral  insert  measuring  36  mm  in  diameter  and
aving  6  mm  of  lateral  offset.  Insert  concavity  (36  mm  or
2  mm)  was  selected  according  to  the  diameter  of  the  gleno-
phere.
A  29-mm  glenoid  baseplate  was  implanted,  with  the  fol-
owing  glenospheres  and  lateralised  spacers:
 36-mm  centred  glenosphere;
 36-mm  glenosphere  positioned  off  centre  by  2 mm;
 36-mm  glenosphere  with  10◦ tilt;
 42-mm  centred  glenosphere;
 36-mm  centred  glenosphere  with  5  mm  lateralisation;
 36-mm  centred  glenosphere  with  7  mm  lateralisation;
 42-mm  centred  glenosphere  with  7  mm  lateralisation;
 42-mm  centred  glenosphere  with  10  mm  lateralisation.
easurement  device
 modular  metallic  holder  was  devised  (Sawbones,  Malmö,
weden).  A  vise  was  clamped  onto  the  scapula  and  an  arti-
ulated  arm  held  the  remainder  of  the  upper  limb,  to  which
t  was  secured  by  the  intra-medullary  nail  screwed  onto
he  humeral  prosthetic  component.  The  device  allowed  the
eproduction  of  shoulder  movements  in  all  planes  and  waslevation  while  enabling  the  measurement  of  rotation
OMs.
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Experimental  method
The  anatomic  specimen  was  removed  from  the  cadaver  and
the  scapula  was  clamped  into  the  vise  of  the  measurement
device.  The  deltoid  muscle  was  detached  from  the  clavicle
and  acromion  down  to  the  deltoid  ‘V’  to  expose  the  plane
of  the  rotator  cuff.  The  supra-spinatus  and  infra-spinatus
muscles  were  removed.  To  enable  a  reliable  assessment
of  anterior  impingements,  the  sub-scapularis  was  detached
from  the  lesser  tuberosity.  The  teres  minor  was  preserved.
A  vertical  incision  of  the  gleno-humeral  joint  was  performed
and  the  capsule  was  resected  together  with  the  long  head  of
the  biceps  tendon.  The  glenoid  cavity  rim  and  upper  portion
of  the  scapular  pillar  were  carefully  exposed,  if  needed  by
detaching  the  long  head  of  the  triceps.  Full  exposure  of  the
anterior,  inferior,  and  posterior  rim  of  the  glenoid  cavity  was
achieved  to  allow  an  assessment  of  impingements  during  the
measurements.
For  implantation  of  the  glenoid  baseplate,  the  glenoid
cavity  was  prepared  by  successively  removing  the  glenoid
labrum;  inserting  a  threaded  drill  guide  perpendicular  to  the
glenoid  surface  to  ensure  centring,  in  compliance  with  the
12-mm  rule  [13];  powered  reaming  of  the  glenoid  to  29  mm
in  diameter;  and  manual  reaming  to  36  or  42  mm  in  diam-
eter.  The  29-mm  glenoid  baseplate  was  then  impacted  into
the  glenoid.  An  additional  screw  was  inserted  if  needed  to
achieve  ﬁrm  baseplate  ﬁxation.
Preparation  of  the  humerus  started  with  resection  of
the  humeral  head  using  a  cutting  guide,  after  identiﬁca-
tion  of  the  reamer  entry  site  along  the  extended  diaphyseal
axis.  The  cutting  guide  allowed  humeral  head  resection
according  to  the  native  retroversion  measured  with  refer-
ence  to  the  forearm  axis.  Reaming  of  the  diaphysis  followed
by  preparation  of  the  metaphysis  with  a  36-mm  burr  and
ﬁnally  by  reaming  of  the  metaphysis  and  epiphysis  were  then
O
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Figure  1  Anatomic  specimens.  A.  The  rotation  measurement  devi
before being  secured  to  the  metallic  holder  arm.  B.  36-mm  humeral  in
spacer.889
erformed  manually.  A  drill  bit  was  inserted  into  the
edullary  cavity  and  made  to  exit  the  olecranon  with  the
lbow  in  90◦ of  ﬂexion.  This  last  step  prepared  the  implan-
ation  of  the  humeral  component  secured  to  a  threaded
ntra-medullary  nail,  whose  tip  was  screwed  onto  a  protrac-
or  to  enable  measurement  of  rotation  ROMs.  The  humeral
omponent  implanted  with  the  native  retroversion  was  then
ecured  to  the  articulated  arm  of  the  metallic  holder.  At  the
evel  of  the  metaphysis,  a  small  anti-rotation  pin  served  to
lock  the  retroversion  of  the  humeral  component.  A  later-
lised  36-mm  humeral  insert  was  implanted  (Fig.  1).
aseplate  adjustment
aseplate  adjustment  was  required  before  the  measure-
ents  could  be  started.  A guide  system  comprising  a  spirit
evel  and  a  pointer  was  centred  on  the  implanted  baseplate.
his  system  served  to  adjust  the  position  of  the  baseplate
elative  to  the  metallic  holder  equipped  with  the  mea-
urement  instruments.  Adjustments  were  made  in  all  three
lanes  to  ensure  co-axiality  of  the  centres  of  rotation  of  the
leno-humeral  joint  and  articulated  holder.  The  glenosphere
as  screwed  into  the  baseplate  when  the  glenoid  was  prop-
rly  aligned  (Fig.  2).  This  adjustment  step  was  repeated  at
ach  change  in  baseplate  or  glenosphere.  Humeral  prosthe-
is  retroversion  was  determined  by  adjusting  a  retroversion
in  relative  to  the  axis  of  the  forearm.
easurementsn  each  of  the  40  cadaver  shoulders,  we  tested  the  eight
bove-described  glenoid  component  combinations,  each
ith  ﬁve  different  degrees  of  humeral  component  retro-
ersion  (0◦,  10◦,  20◦, 30◦, and  40◦).  All  the  measurements
ce  was  screwed  to  the  humeral  intra-medullary  threaded  nail
sert  opposite  a  29-mm  baseplate  with  a  7-mm-thick  lateralised
890  J.  Berhouet  et  al.
Figure  2  Sequential  adjustments  to  glenoid  component  posi-
tioning  (from  left  to  right).  A  and  B.  Insertion  of  a  drill  guide
through  the  adjustment  V  towards  the  target  of  the  centring
guide  inserted  into  the  glenoid  baseplate.  Position  was  adjusted
using  the  various  screws.  The  objective  was  0◦ on  the  spirit
level. C.  Anatomic  view  of  a  coapted  shoulder  implant  ready
for measurement  of  rotation  motion  ranges.
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Cigure  3  Method  used  to  evaluate  the  degree  of  humerus
bduction  based  on  the  gleno-metaphyseal  angle.
ere  made  using  the  plane  of  the  scapula  as  the  refer-
nce.  Neutral  rotation  was  deﬁned  as  the  forearm  being
erpendicular  to  the  plane  of  the  scapula  when  the  elbow
as  in  90◦ of  ﬂexion.  The  maximum  internal  and  exter-
al  rotation  ROMs  were  measured  with  the  humerus  in  20◦
f  abduction.  The  abduction  angle  was  deﬁned  based  on
he  gleno-metaphyseal  angle,  which  reﬂects  the  position
f  the  glenosphere  relative  to  the  humeral  implant.  In  a
tudy  comparing  patients  with  and  without  scapular  notch-
ng  after  RSA,  the  mean  gleno-metaphyseal  angle  was  46.9◦
n  patients  with  notching,  indicating  20◦ of  humerus  abduc-
ion,  and  37.5◦ in  patients  without  notching,  indicating  52◦
f  humerus  abduction  with  a  strictly  vertical  orientation  of
he  glenoid  [13]  (Fig.  3).  We  intentionally  chose  the  lower
bduction  value  to  enable  detection  of  impingements  dur-
ng  arm  rotation.  The  maximum  rotation  ROMs  were  deﬁned
s  the  ranges  to  posterior  or  anterior  impingement.  When
o  impingement  occurred  with  the  greatest  motion  ranges
llowed  by  the  measurement  device,  we  arbitrarily  assigned
 value  of  200◦ to  internal  or  external  rotation,  as  appropri-
te.
To assess  the  inﬂuence  of  the  glenoid  combinations  on
otation  ROM,  we  placed  the  humeral  component  in  native
etroversion.  We  assessed  the  inﬂuence  of  humeral  retrover-
ion  on  rotation  ROM  by  obtaining  measurements  with  the
ve  degrees  of  retroversion  for  each  of  the  eight  glenoid
ombinations.
tatistical  analysis
he  data  were  described  as  the  mean  values  with  the  95%
onﬁdence  intervals  (95%CIs).
To  compare  rotation  ROMs  across  glenoid  implants  and
etroversions,  we  used  the  Wilcoxon  rank  sum  test.  Values
f  P  lower  than  0.05  were  considered  signiﬁcant.  All  statis-
ical  analyses  were  performed  using  StatView  4.1  (Abacus
oncepts  Inc.,  Berkeley,  CA,  USA).
ty  891
Figure  4  Mean  motion  ranges  in  degrees  with  the  arm
abducted  at  20◦,  with  the  ﬁve  humeral  component  retrover-
sion values  tested  for  each  of  the  glenoid  combinations.  Panel
A: internal  rotation.  Panel  B:  external  rotation.  Although  the
data are  independent,  they  are  shown  as  continuous  curves  to
improve  readability  and  comparability.  However,  the  trends  are
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Results
Inﬂuence  of  glenoid  modularity  on  internal  and
external rotation  motion  range
The  internal  and  external  rotation  ROMs  were  smallest
with  the  centred  36-mm  glenosphere  (31.1  ±  10.2◦ and
33.8  ±  11.1◦,  respectively,  P  <  0.0001  versus  all  other  gleno-
sphere  sizes).  Both  rotation  ROMs  were  greater  with  the
42-mm  glenospheres,  and  the  best  ranges  were  obtained
when  a  7-mm  or  10-mm  lateralised  spacer  was  added
(78.8  ±  8.6◦ and  99.3  ±  6.3◦,  respectively;  P  <  0.001  ver-
sus  all  other  glenosphere  sizes).  Thus,  the  increases  were
about  46◦ for  internal  rotation  and  66◦ for  external  rotation
(P  <  0.0001).  With  a  given  amount  of  lateralisation  (7-mm
spacer),  the  factor  that  had  the  largest  inﬂuence  was  the
diameter  of  the  glenosphere  (P  <  0.0001).  The  increases  in
internal  and  external  rotation  with  the  42-mm  glenosphere
were  about  20◦ and  24◦ compared  to  the  ranges  obtained
using  the  36-mm  glenosphere  (Table  1).
Inﬂuence  of  humeral  retroversion  on  internal  and
external rotation  motion  ranges
Mean  native  humerus  retroversion  was  17.25◦ (range,
0—40◦).  Maximal  internal  rotation  with  each  of  the  glenoid
component  combinations  decreased  signiﬁcantly  as  humeral
component  retroversion  increased  (P  <  0.0001).  In  con-
trast,  maximal  external  rotation  increased  signiﬁcantly  with
humeral  component  retroversion  (P  <  0.0001).  With  native
retroversion,  both  internal  and  external  rotation  ROMs  were
closely  similar  to  those  obtained  at  20◦ of  retroversion.
The  changes  in  both  internal  and  external  rotation  induced
by  varying  the  degree  of  humeral  component  retroversion
were  similar  with  each  of  the  glenoid  component  combina-
tions.  Classiﬁcation  of  the  implants  based  on  rotation  ROM
produced  the  same  order  as  during  the  part  of  the  study
involving  changes  in  the  glenoid  component  (Fig.  4).
Discussion
Inﬂuence  of  glenoid  modularity  on  internal  and
external rotation  motion  range
Loss  of  rotation  with  the  elbow  by  the  side  is  the  main  source
of  functional  impairment  after  RSA  [2].  The  main  technical
method  that  has  been  suggested  to  improve  rotation  ROMs
is  glenosphere  lateralisation  via  either  bone  graft  interposi-
tion  [11]  or  a  change  in  implant  design  [8].  Other  methods
consist  in  eccentric  glenosphere  positioning  or  tilting  of  the
glenosphere.  We  evaluated  the  impact  of  these  variants  on
rotation  ROM  and  risk  of  impingement.
Our  results  indicate  that  the  larger  42-mm  glenosphere
produces  considerably  greater  ranges  of  internal  and  exter-
nal  rotation.  The  increases  were  largest  when  we  used  a
lateralised  spacer  replicating  the  effects  of  the  BIO-RAD
procedure.  The  combination  of  a  10-mm  lateralised  spacer
(adding  to  the  3  mm  supplied  by  the  42-mm  glenosphere
compared  to  the  36-mm  glenosphere)  and  a  9-mm  inferior
3
d
s
greserved.
verhang  signiﬁcantly  improved  both  internal  and  external
otation.
No  previous  biomechanical  studies  assessed  the  inﬂuence
f  glenoid  component  modularity  on  internal  and  external
otation  ROMs  and  on  the  occurrence  of  anterior  and  pos-
erior  impingement,  respectively.  The  available  data  come
rom  retrospective  case-series  studies  of  patients  managed
ith  RSA.  With  8.5-mm  lateralisation,  external  rotation
ncreased  by  15◦ and  internal  rotation  with  the  elbow  by  the
ide  by  1  point  on  the  Constant  score  after  a  mean  follow-
p  of  36  months  [9,10]. When  an  autologous  bone  graft  7  or
0  mm  in  thickness  was  implanted  (BIO-RSA),  external  rota-
ion  improved  by  10◦ and  internal  rotation  by  1.4  point  on  the
onstant  score  after  28  months  [11].  Use  of  a  42-mm  gleno-
phere  was  associated  with  a  13◦ improvement  in  external
otation  with  the  elbow  by  the  side  after  a  mean  follow-
p  of  12  months,  whereas  rotation  ROM  decreased  when  a
8-mm  glenosphere  was  implanted  [14].  Internal  rotation
ecreased  by  four  vertebral  levels  with  the  42-mm  gleno-
phere  and  increased  to  the  same  extent  with  the  38-mm
lenosphere.  However,  the  subgroup  sizes  in  this  study  were
892
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Table  1  Maximal  ranges  of  internal  and  external  rotation  with  the  arm  abducted  at  20◦,  with  eight  different  glenoid  component  combinations  and  with  native  retroversion.
The data  are  means  with  their  95%  conﬁdence  intervals.
GS  36  mm  GS  36  mm  +  10◦
tilt
GS
36  mm  +  2  mm
eccentric
GS  42  mm  GS
36  mm  +  5-mm
LS
GS
36  mm  +  7-mm
LS
GS
42  mm  +  7-mm
LS
GS
42  mm  +  10-mm
LS
MaxER  31.1
(10.2)
46.3
(10.3)
56.3
(11.5)
68.3
(10.9)
51
(10.6)
56.5
(9)
76.5
(9.1)
78.8
(8.6)
Max IR  33.8
(11.1)
51.3
(11.2)
62.3
(11.3)
74
(10)
55.6
(11)
68.5
(9.3)
92.6
(7.4)
99.3
(6.3)
GS: glenosphere; Max: maximal; LS: lateralised spacer; ER: external rotation; IR: internal rotation.
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rCadaver  study  of  rotations  after  reverse  shoulder  arthroplas
small  and  unequal,  and  the  thickness  of  the  humeral  inserts
was  variable.
Variations  in  patient  selection  criteria  for  RSA,  surgical
approaches,  implantation  technique,  and  prosthesis  design
are  obstacles  to  comparisons  of  case-series  studies.  The
study  reports  sometimes  fail  to  provide  important  infor-
mation  such  as  the  condition  of  the  rotator  cuff  muscles,
particularly  the  teres  minor,  and  the  degree  of  humeral
implant  retroversion.  The  main  limitations  of  our  study  are
the  variability  in  cadaver  shoulder  anatomy  and  the  absence
of  a  morphological  analysis  of  each  scapula.  In  addition,
possible  variations  in  prosthesis  implantation  and  the  exten-
sive  soft  tissue  resection  during  preparation  of  the  cadaver
specimens  may  have  inﬂuenced  the  measured  ROMs  and
the  reliability  of  our  impingement  assessments.  In  partic-
ular,  when  the  shoulder  has  been  detached  from  the  torso,
internal  rotation  cannot  be  evaluated  based  on  the  hand-to-
spine  manoeuvre,  which  also  requires  retropulsion.  Thus,  it
can  be  difﬁcult  to  determine  whether  ROM  differences  are
ascribable  solely  to  differences  in  implant  geometry.  Nev-
ertheless,  a  detailed  standardised  protocol  was  used  for
implantation  of  all  40  prostheses  in  our  study.  The  degree
of  detail  and  standardisation  of  this  protocol  is  a  major
strength  of  our  work.
We  found  better  rotation  ROMs  with  the  42-mm  gleno-
sphere,  particularly  when  a  lateralised  spacer  was  used.
However,  this  combination  raises  a  number  of  problems  in
everyday  practice.  Obtaining  sufﬁcient  exposure  to  allow
its  implantation  can  prove  challenging.  The  considerable
bulk  of  this  prosthesis  in  the  joint  cavity  puts  the  sur-
rounding  soft  tissues  under  tension.  Excessive  tension  of
the  sub-scapularis  or  teres  minor  muscles  may  cause  func-
tional  alterations  responsible  for  loss  of  internal  or  external
rotation  [4].  This  factor  is  among  the  explanations  put  for-
ward  by  De  Wilde  [15]  to  explain  the  loss  of  rotation  seen
with  a  42-mm  glenosphere.  Nevertheless,  greater  gleno-
sphere  diameter  clearly  exerts  a  major  inﬂuence  on  rotation
ROM.  As  use  of  the  42-mm  glenosphere  is  not  always  feasi-
ble,  availability  of  an  intermediate  glenosphere  diameter
might  be  useful.  Thus,  a  39-mm  glenosphere  might  con-
stitute  an  acceptable  compromise  when  implantation  of  a
42-mm  glenosphere  raises  insurmountable  technical  prob-
lems.
Inﬂuence  of  humeral  retroversion  on  internal  and
external rotation  motion  range
In  our  study,  increasing  the  degree  of  humeral  component
retroversion  improved  external  rotation  while  decreasing
internal  rotation  in  similar  measure.  As  expected,  the
opposite  occurred  when  the  degree  of  retroversion  was
decreased.  At  each  of  the  tested  retroversion  values,  the
inﬂuence  of  the  glenosphere  was  the  same  as  at  the  native
retroversion  value:  rotation  ROM  was  greatest  with  the  42-
mm  glenosphere,  particularly  when  a  lateralised  spacer  was
used.  This  combination  decreased  the  risk  of  anterior  and
posterior  impingement.As  with  data  reported  for  inferior  impingement,  our
results  regarding  rotation  ROM  can  be  explained  by  the
anatomy  of  the  scapular  pillar  [16—18].  With  high  retrover-
sion  values,  posterior  impingement  occurs  late  and  the  range
t
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f  external  rotation  is  high.  In  this  situation,  the  humerus  is
isplaced  anteriorly,  away  from  the  scapular  pillar,  which  is
n  a  more  posterior  location.  Anterior  impingement,  in  con-
rast,  occurs  earlier.  With  the  42-mm  glenosphere,  we  even
ound  in  a  few  cases  that  anterior  impingement  on  the  cora-
oid  process  occurred  before  impingement  on  the  scapular
illar  could  develop.  The  loss  of  internal  rotation  probably
xplains  the  early  inferior  impingement  seen  with  30◦ or  40◦
f  humeral  retroversion.  This  is  the  worst  situation  in  terms
f  function  and  subsequent  clinical  course,  as  the  patient
as  both  ROM  limitation  and  a high  risk  of  early  scapular
otching.
In  previous  studies,  the  value  of  humeral  component
etroversion  is  rarely  reported  and,  when  it  is  known,  it
aries  across  authors.  In  the  seminal  description  of  RSA
y  Grammont  et  al.  [3],  the  humeral  component  was  pos-
tioned  in  30◦ of  retroversion.  Valenti  et  al.  [10]  used  20◦
f  retroversion  to  optimise  the  function  of  the  glenoid  and
umeral  components  by  aligning  them  along  the  same  axis.
umeral  component  retroversion  seems  to  have  little  impact
n  implant  alignment,  however.  In  a  computed  tomogra-
hy  study  of  normal  shoulders,  De  Wilde  et  al.  [19]  found
◦ of  divergence  between  the  glenoid  and  humeral  axes.
arelse  et  al.  [20]  conducted  a radio-clinical  study  of  30
SAs  and  observed  that  gleno-humeral  divergence  values
f  up  to  34◦ had  no  effect  on  internal  rotation.  Thus,  no
ound  basis  exists  for  recommending  a  speciﬁc  ﬁxed  posi-
ion  appropriate  for  all  situations.  At  the  end  of  the  2006
OFCOT  symposium,  Walch  [3]  argued  in  favour  of  using  lit-
le  or  no  humeral  component  retroversion,  as  this  situation
as  associated  with  beneﬁts  on  activities  of  daily  living,
trength,  the  absolute  and  weighted  Constant’s  scores,  and
assive  anterior  elevation.  However,  no  effect  was  found  on
he  rate  of  notching  after  a  mean  follow-up  of  52  months.
ore  recently,  Stephenson  et  al.  [21]  reported  that  20◦ to
0◦ of  retroversion  produced  the  greatest  maximal  rotation
OMs  without  scapular  impingement.  The  measurements
ere  performed  with  the  arm  abducted  to  60◦ in  the  plane
f  the  scapula.
Thus,  the  recommendations  vary  and  the  optimal  degree
f  retroversion  of  the  humeral  component  remains  unclear.
he  main  functional  limitation  that  affects  everyday  activ-
ties  after  RSA  is  loss  of  internal  rotation,  which  induces
ajor  impairments,  particularly  for  dressing  and  perineal
are.  In  theory,  the  hand  can  be  placed  on  the  spine  if
nternal  rotation  is  at  least  100◦, provided  retropulsion  of
he  shoulder  can  be  achieved  simultaneously  [22].  Everyday
ctivities  rarely  require  more  than  90◦ of  external  rotation
ith  the  elbow  by  the  side.  In  our  study,  the  best  balance
etween  internal  and  external  rotation  was  obtained  with
◦ to  20◦ of  humeral  retroversion.  The  mean  native  retro-
ersion  value  of  17.5◦ seemed  to  produce  the  best  result.  As
entioned  above,  this  retroversion  value  was  also  associ-
ted  with  the  greatest  range  to  inferior  impingement.  Thus,
ith  the  42-mm  glenosphere  and  the  native  retroversion,
here  was  a  good  balance  between  the  maximal  ROMs  in
nternal  and  external  rotation,  which  were  69◦ and  74◦,
espectively.  Inferior  impingement  occurred  at  6◦ of  eleva-
ion.  With  40◦ of  retroversion,  internal  rotation  was  only
8◦ whereas  external  rotation  increased  to  86◦, and  infe-
ior  impingement  occurred  earlier,  at  7◦ of  elevation.  This
as  the  least  favourable  situation.  With  0◦ of  retroversion,
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nferior  impingement  also  occurred  at  6◦ of  elevation  but
he  rotation  ROMs  were  not  well  balanced,  as  internal  rota-
ion  increased  to  81◦ but  external  rotation  decreased  to
0◦.  Finally,  the  only  drawback  of  using  the  native  retro-
ersion  value  is  limitation  of  arm  elevation  in  the  plane
f  the  scapula.  The  range  of  this  movement  is  greater
hen  retroversion  tends  towards  0◦.  However,  caution  is  in
rder  regarding  this  point,  as  the  scapula-thoracic  joint  was
locked  in  our  study.  This  joint  plays  a  key  role  in  arm  ele-
ation  after  RSA  [23].  Patients  receiving  follow-up  after  RSA
arely  complain  about  loss  of  arm  elevation.
A  ﬁnal  argument  in  favour  of  using  the  native  retrover-
ion  value  for  positioning  the  humeral  component  is  that
t  produces  an  optimal  match  between  the  prosthetic  and
ative  epiphyses.  With  the  extreme  retroversion  values  of
◦ or  40◦,  we  found  a  mismatch  between  the  prosthetic  epi-
hysis  and  proximal  humerus,  indicating  a  risk  of  fracture  of
he  lesser  and  greater  tuberosity,  respectively.
onclusion
 42-mm  glenosphere  with  a  7-mm  or  10-mm  lateralised
pacer  produced  the  best  internal  and  external  rotation
OMs  with  the  arm  in  20◦ of  abduction.  An  intermediate-size
lenosphere  measuring  39  mm  in  diameter  might  constitute
 good  compromise  when  implantation  of  a  42-mm  gleno-
phere  raises  major  technical  challenges.
Replicating  the  native  humeral  retroversion  value,  usu-
lly  between  10◦ and  20◦,  seems  the  best  option  for
btaining  a  good  balance  between  internal  and  external
otation  motion  ranges.
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